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 Policy: The various response systems will be utilized in accordance with MEG Core Facility
  policies and procedures.

Procedure:
Lumitouch Response Pad XE "Lumitouch Response Pad" 
There are five response buttons arranged in a row.
1. Place the response pad on the left or right arm rest.

2. Arrange fingers so that all or a subset of fingers can be used in a natural order and positioning when responding to a visual and/or auditory stimuli.

3. Place the cables so that they are not on the MEG chair’s track when the chair is being moved.
4. Instruct the subject in the use of the Lumitouch Response Pad for the particular research study task XE "Lumitouch Response Pad" .

FORP XE "FORP"  Response Pad

There are 4 colored buttons which are arranged in a diamond pattern.  
1. Instruct the subject to hold or cup the response pad in the dominant or non-dominant hand while using the thumb to respond to the appropriate color, position, number or pattern.  Position the pad so that the cable is in the superior orientation.
2. Place the cables so that they are not on the MEG chair’s track when the chair is being moved.

3. Instruct the subject in the use of the FORP XE "FORP"  Response Pad for the particular research study task.

Joy Stick Control

A manual input device with a moveable control lever that can be tilted in various directions to control pointing devices or on-screen objects used for graphics applications.

