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 Policy:  The voice intercom system will be utilized in accordance with the manufacturer’s guidelines and MEG Core Facility policies and procedures
The voice intercom system will be used to communicate and listen to subjects inside the MSR XE "MSR" .  The Intercom Electronics Box XE "Intercom Electronics Box"  is located at the acquisition workstation / operator’s console XE "operator’s console" . The controls for the volume level at the console and volume level inside the MSR are located on the Electronics Box at the acquisition workstation. There are no intercom controls inside the MSR.  The parabolic microphone XE "parabolic microphone"  and flat speaker are located inside the MSR XE "flat speaker" .

 XE "MSR" 
Procedure:

1. Press the Red power button to turn ON the Intercom Electronics Box XE "Intercom Electronics Box"  in order to speak to and listen to a subject inside the MSR XE "MSR" .

2.  XE "MSR"  Press the PUSH TO TALK button located on the front of the Intercom Electronics Box in order to speak to a subject who is inside the MSR XE "Intercom Electronics Box" . Release the button to hear the subject.

3. Adjust the volume in the MSR XE "MSR"  or at the Console by using the volume control knobs located on the front of the Intercom Electronics Box XE "Intercom Electronics Box" .
Reference:

1. MEG/EEG Operation and Technical Reference Manuals, CTF Systems Inc. (www.ctf.com).









