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 Policy:  The Video Display Monitor will be utilized in accordance with the manufacturer’s  guidelines
 and MEG Core Facility policies and procedures.
The Video Display Monitor, XE "Video Display Monitor"  which is located at the acquisition workstation / operator’s console, XE "operator’s console"  is used to monitor subjects inside the MSR XE "MSR" .
 XE "MSR" 
Procedure:

a. Press the ON/OFF switch is located on the front panel. 

b. Press the channel button once to access the next channel.

c. Continue to press to access other channels.

	Channel 1
	Camera 1 (Infrared Camera)

	Channel 2
	Camera 2

 (Color Camera)

	Channel 3
	VCR Play back

(connected to Color Camera)

	Channel 4
	(Blank)




*Always monitor subjects via the Video Display Monitor XE "Video Display Monitor"  when running a study.

THE SUBJECT MUST BE OBSERVED AT ALL TIMES DURING TESTING.









