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Policy:  All non-disposable electrodes, EEG caps and other equipment that comes in contact with skin that has been abraded will be considered “contaminated” and sent to Central Hospital Supply (CHS) for disinfection / sterilization.
Responsibility:
· Central Hospital Supply (CHS) / Materials Management Department will provide disinfection and sterilization services in compliance with standard operating procedures.
· Each User/Research Assistant will be responsible for preparing the “used / contaminated” item(s) for disinfection/sterilization by CHS after each use.
· MEG Core Staff will provide each user instructions regarding preparing “used”/contaminated MEG equipment for disinfection/sterilization.

· MEG Core Staff will be responsible for transporting the equipment to CHS for disinfection/sterilization 
Procedure:
I. NON-DISPOSABLE ELECTRODE(S)   – i.e., 


Silver/Silver Chloride Disc Electrodes, Gereonics Silver /Silver Chloride Electrodes, Grass Gold Electrodes
Procedure:
1. Latex rubber gloves must be use whenever handling and/or processing electrodes used on abraded skin.  For individuals sensitive to latex, nitrile rubber gloves may be used.

2. Place the disk end of the electrode in the zippered section of the 2 pocket zip lock plastic bag.  
3. Place the wire end in the un-zippered pocket of the zip lock plastic bag.

4. Place the plastic bag containing the “contaminated” electrode(s) in the top tray of the three (3) piece amber OSHA approved Biohazard Container.  
5. Place the lid on the Biohazard Container.
6. Place the Biohazard Container on the top shelf of the CHS Processing Cart.
7. Fill out a “Central Hospital Supply Steam/Gas Sterilization Request Form” for each container and place the form on the top of the appropriate closed Biohazard Container.
8. MEG staff will transport the Biohazard Container to CHS for disinfection/sterilization. 
9. Biohazard Containers with “contaminated” equipment will be logged in and out according to CHS procedures.
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II. NON-DISPOSABLE EEG CAP  –  i.e., Easy Cap
Procedure:
1. Latex rubber gloves must be used whenever handling and/or processing an EEG Cap that has been used on abraded skin.  For individuals sensitive to latex, nitrile rubber gloves may be used.
2. All electrodes will be removed from the cap and processed separately from the electrodes.  
3. The cap will be placed in the top tray of the three (3) piece amber OSHA approved Biohazard Container.  
4. The Biohazard Container will then be placed on the top shelf of the CHS processing cart.
5. Place the lid on the Biohazard Container.
6. The Central Hospital Supply Steam/Gas Sterilization Request form will be filled out for each container and placed on top of the appropriate closed container.
7. MEG staff will transport the Biohazard Container to CHS for disinfection / sterilization.
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