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 Policy: The EEG Easy Cap will used according to manufacturer’s guidelines and recommendations.
Procedure:

A.  Head Size / Fit Test
1. Determine head size by measuring the subject’s head.  
2. Select cap size:  Small (< 56 cm); Medium (< 58 cm); Large (< 60cm).

3. Determine fit by placing the MEG helmet along with a protective cap, towel or a pillow case draped over the subject’s head.
C.  Measuring & Marking Head
1. Measure and mark FP1, FP2, FPz and Cz.
D.  Mounting The Cap 

1. Rotate the adaptors in cap so that the narrow opening is toward the back of the head.

2. Place anchoring adhesive washer on Fp1 & Fp2. 

3. Press Fp1 & Fp2 onto adhesive washers.  Have subject hold Fp1 & Fp2 in place while turning cap over the head.  Gently pull cap over the head and ears into place.

4. Check and adjust cap so that the Cz electrode is at the Cz mark.
5. Check Fp1 & FP2 and O1 & O2 to assure that they are placed correctly, if not choose another cap size.
6. Anchor the cap either with the chest belt or the chin strap.  
7. Snap electrodes into the adaptors in a systematic manner starting at the back of the head.  Insert so that the lead wire points towards the narrow side of the adaptor.  
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8. Push electrode into the adaptor with the fingers or with the aid of an old ballpoint pen where the mine (point) has been removed.  Pay attention not to bend or place excessive pressure on the lead wire where it attaches to the electrode.

References:
1. Manual for Easy Cap with Ring Electrodes (Easy-Cap Modular EEG Recording Caps),  Falk Minow Services.
2. MEG/EEG Operation and Technical Reference Manuals, CTF Systems Inc. (www.ctf.com).
