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 Policy:  The Video Display Monitor will be utilized in accordance with the manufacturer’s guidelines
 and MEG Core Facility policies and procedures
 XE "MSR" 
The Infrared Light XE "Infrared Lighting"  illuminates the inside of the MSR w XE "MSR" hen recording in a dark environment so that the subject may be seen via the Video Display Monitor.    The Infrared Light XE "Infrared Lighting"  Control box is located on the stand outside the MSR.

Procedure:
1. Press the Red ON/OFF switch to turn on the power for the Infrared Light Power Supply (SEC 1212) XE "Infrared Light Power Supply (SEC 1212)" .










