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 Policy:  The video camera system will be utilized in accordance with the manufacturer’s guidelines and MEG Core Facility policies and procedures
There are two cameras located inside the MSR; an infrared and a color camera.  The infrared camera is displayed on Channel 1; the color camera is displayed on Channel 2.  The cameras are used to: 
1. View  / monitor subjects inside the MSR XE "MSR"  on the Video Display Monitor and to
2. Record subjects to digital video media (VHS or DVD) using the Video Cassette Recorder. 
Procedure:

1. Reposition the cameras manually.

2. Press the channel button located on the Video Display Monitor XE "Video Display Monitor"  to change from Camera 1 to Camera 2 or vice versa.  

